AMENDMENT NO. 1 MAY 2018 
TO 
IS 16111 : 2013 ELASTIC BANDAGE 


(Page 1, clause 4, lines 9 and 10) — Substitute the following for the 
existing: 


‘F — combination of both cellulosic yarn/non-cellulosic yarns knitted’ 
(Page 1, clause 5) — Substitute the following for the existing: 


5 DIMENSIONS AND TOLERANCES 


Description Width Tolerance Stretched Tolerance 
Length 

cm cm m cm 
(1) (2) (3) (4) (5) 
Elastic 2-4 +0.2 2.0-4.0 +20 
Bandages 5-12 + 0.5 4.0-10.0 + 40 
13-20 +0.7 11.0 - 20.0 + 60 
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